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no sensible influence on its quality, but it should be ascertained with reference to the manufacture of the gas, since it has become quite general to mix i or 2 vols. per cent, oxygen with crude gas before purification, in order to bring about a partial regeneration of the purifying mass already in the boxes. The regenerating air is introduced into the crude gas by a branch
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pipe of the gas tubing in front of the aspirator; the air thus introduced is measured from time to time by means of an interposed meter, and the velocity of the air-current regulated accordingly. Of course it is unavoidable that somewhat great varieties occur in the admixture of air with the gas, as this depends on the action of the aspirator and the partial vacuum produced by this.
Such small percentages of oxygen, according to Pfeiffer, can be estimated colorimetrically by the formation of strongly colouring matters, taking place when a caustic solution is brought into contact with pyrogallol in the presence of oxygen, which can be easily done in a Bunte burette. One hundred